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ABSTRACT
A new autonomous balloon-borne sounding system for the measurement of stratospheric trace gas
profiles was designed and constructed. Major components of the sonde are a miniature grating spectrom-
eter, which covers a wavelength range from the ultraviolet (200 nm) to the visible (850 nm), and a com-
mercial radiosonde. The low-weight sonde (approximately 1.7 kg) measures the spectral solar irradiance
and meteorological parameters during the ascent through the atmosphere. Because of the decreasing
ambient temperature during an ascent, the temperature of the spectrometer decreases by about 15 K.
Active temperature stabilization is not included, and the irradiance measurements show a strong tempera-
ture dependence. The temperature-induced wavelength shift, the absolute irradiance, and the dark signal
behavior were characterized as a function of the spectrometer’s temperature. Based on this laboratory
characterization, an inflight correction for changes in the dark current and for the wavelength drift was
applied. In the test program described herein, ozone profiles were determined from changes in the mea-
sured solar spectral irradiance caused by ozone absorption in the Hartley and Huggins bands. Comparisons
were performed with results of simultaneous electrochemical ozonesonde and lidar measurements. The
ozone number density profile retrieved using the new sonde agrees with the independently measured ozone
profiles within 20% for altitudes above 18 km. In the lower stratosphere, the discrepancies increase to 50%.
1. Introduction
The concentration of a variety of trace gases in the
troposphere and stratosphere plays a major role in is-
sues like air quality, global climate change, and the de-
struction of the ozone layer. For example, WMO (2003)
and Singh and Fabian (2003) emphasize the need of
precise ozone measurements with a high vertical reso-
lution throughout the entire stratosphere in order to
detect the early signs of a possible recovery of the
ozone layer. The concentration of atmospheric ozone,
as well as of other trace gases, can be determined by
optical absorption measurements. Optical instruments
are used on board satellites for monitoring the chemical
composition of the atmosphere. For the necessary vali-
dation of spaceborne data, highly accurate and simul-
taneous measurements of various trace gases are per-
formed by optical sensors carried by large-size balloons
(e.g., Strong et al. 2005; Wursteisen 2003). Because of
the elaborate logistic requirements, these experiments
are very expensive and can only be started from a small
number of launching sites, and thus are very limited in
number.
Ozone trends in the upper-troposphere/lower-
stratosphere region are based on worldwide routine
measurements with electrochemical [Brewer–Mast
(BM) or electrochemical concentration cell (ECC)] bal-
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loon-borne sondes (e.g., Solomon et al. 2005; Logan et
al. 1999). With this simple and inexpensive method,
reliable ozone values can be measured to an altitude of
up to approximately 30 km (SPARC 1998). The preci-
sion of the different sonde types varies between 5% and
15% in the troposphere and between 3% and 8% in the
altitude range between the tropopause and 28 km.
Above 28 km, the quality of the electrochemical
sondes is strongly influenced by the performance of the
air sampling pump and its decaying efficiency at lower
pressures. The BM sonde systematically underesti-
mates the ozone concentrations, resulting in deviations
of 15% at 30 km (SPARC 1998). The accuracy of the
ECC is about 5% at an altitude of 30 km and decreases
to 14% to 6% at 38 km (Komhyr et al. 1995).
In recent years, small-size and low-cost spectrom-
eters have been launched onto the market. A balloon-
borne sonde based on such a miniature spectrometer
offers the benefits of optical methods (simultaneously
measuring various trace gases and providing more re-
liable measurements at higher altitudes) at moderate
costs, requiring logistic efforts comparable to the elec-
trochemical sondes. Our goal was to develop and real-
ize a prototype sonde, characterized by small size, and
low weight and power consumption, allowing launches
independent from specially equipped launching sites or
additional instrumentation, and to prove that trace gas
retrievals are possible with such a low-cost/low-effort
optical sonde.
In this paper the technical details of the newly devel-
oped sounding system are presented. Experimental de-
tails are given about the laboratory measurements per-
formed to characterize the optical properties of the
spectrometer as a function of temperature. We show
the spectral irradiance measured during a balloon-
borne flight of the instrument and describe a simple
algorithm for the determination of the vertical ozone
distribution. The resulting ozone profile is compared to
independent measurements.
2. Operating principle
Optical measurements of trace gas abundances are
based on the optical properties of molecules in the gas
phase and their interaction with electromagnetic radia-
tion passing through the atmosphere. Each species is
characterized by specific absorption and emission lines
or bands.
As a first application, ozone profiles were derived
from the observed irradiance spectra with the new
sonde. By measuring the incoming solar radiation at
different altitudes (step A in Fig. 1), the attenuation of
light passing through defined layers of the atmosphere
can be calculated. The attenuation provides informa-
tion on the number of molecules of the absorbing trace
gas (here: ozone) in a given layer. According to the
algorithm developed for the Dobson spectrophotom-
eter (e.g., Dobson 1957; Komhyr 1980), the ozone
amount in the vertical column of air extending from the
altitude z of the sonde to the top of the atmosphere was
determined during the ascent of the sonde (step B in
Fig. 1).
The algorithm used in this work is based on measur-
ing the relative intensities of the direct radiation of se-
lected pairs of ultraviolet wavelengths, called the A, B,
C, and D wavelength pairs (Table 1). The shorter wave-
length of each pair is located within an absorption band
of ozone, whereas the longer wavelength is relatively
unaffected by ozone. On the way through the atmo-
sphere to the instrument the radiation at both wave-
lengths is attenuated because of scattering by air mol-
ecules and aerosols. If ozone molecules are present, the
intensity of the shorter wavelength decreases more than
the intensity of the longer wavelength. Therefore, the
relative intensity measured in the altitude z varies with
the amount of ozone present in the atmosphere above
altitude z.
FIG. 1. Schematic illustration of the detection principle. Step A:
measurement of solar radiation in different altitudes (z1 and z2).
Step B: determination of total ozone columns VCO3 (z) above the
different measurement altitudes. Step C: calculation of ozone con-
centration in an altitude layer by differentiation of total ozone
column amounts.
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Although the attenuation caused by the Mie scatter-
ing from aerosols varies little over the wavelength
range from 305 to 340 nm, the differences between the
Mie scattering coefficients at the two wavelengths of
one pair are not zero. Therefore, Komhyr (1980) rec-
ommends the calculation of ozone data from observa-
tions on double-pair wavelengths. The nearly equal
wavelength differences of both wavelength pairs allow
the assumption that the difference of the differences
between the Mie scattering coefficients at the two
wavelengths of each pair is zero.
The ozone concentration profile is derived by differ-
entiating the ozone vertical columns (step C in Fig. 1).
3. Instrumental design
The new instrument includes sensors to measure the
spectral solar irradiance and meteorological data simul-
taneously. A full description of the technical details of
this Platform Independent Optical Sensor (PIOS) can
be found elsewhere (Wolff 2005). Here we describe the
balloon-borne version of PIOS (Wolff and Ruhe 2004).
The sonde consists of three main modules: (i) a minia-
ture grating spectrometer (USB2000UV/vis, Ocean
Optics, Inc., Florida); (ii) a controlling unit (iSiTec
GmbH, Germany), which synchronizes the optical and
the meteorological datasets and prepares them for
transmitting; and (iii) a radiosonde (SRS-C34, Meteola-
bor AG, Switzerland), which measures pressure, tem-
perature, humidity, and GPS position, and, further-
more, transmits the dataset to a ground station.
Figure 2 shows the schematic instrument design.
Separate power supplies have been established using
lithium batteries: 10.5 V for (i) the spectrometer and
(ii) the controlling unit, and 9 V for (iii) the radiosonde
to avoid electromagnetic interference between the
components. For the same reason, the controlling unit
and the spectrometer are shielded by an aluminum box.
The polystyrene casing of the complete system has the
package dimensions of 345  210  180 mm3. The
weight of the overall payload amounts to 1.7 kg.
a. Spectrometer and sampling
The upward-looking optical entrance is mounted on
top of the sonde. Shadowing effects by the balloon are
minimized by the 100-m distance between balloon and
sonde, using an extra long unwinder. The incident ra-
diation enters the system via a cosine corrector (CC-3-
UV, Ocean Optics, Inc.) with a field of view (FOV) of
180°, which allows measurements with the sun visible
most of the time under different sun elevations despite
movements of the payload. Furthermore, the cosine
corrector reduces the oscillation effect of the incoming
radiation caused by the swinging of the payload. The
TABLE 1. The Dobson wavelengths and their effective ozone
absorption cross sections and Rayleigh optical depths. Both are




2) O3 Ray Ray
A1 305.5 1.6658  10
19 1.1265
A2 325.4 1.1555  10
20 0.8600
A 1.550 25  10
19 0.2665
B1 308.8 1.0926  10
19 1.0757
B2 329.1 4.4614  10
21 0.8197
B 1.047 986  10
19 0.2560
C1 314.5 4.7069  10
20 0.9946
C2 332.4 2.5021  10
21 0.7857
C 4.456 69  10
20 0.2089
D1 317.6 3.2650  10
20 0.9537
D2 339.8 1.0751  10
21 0.7159
D 3.542 49  10
20 0.2378
FIG. 2. Schematic setup of the optical sensor. The numbered
arrows represent the data flow: 1) control of integration time, 2)
transfer of optical data, 3) transfer of meteorological data, 4)
transfer of synchronized dataset (optical and meteorological
data), and 5) radio transfer of combined dataset to the ground
station. For laboratory experiments a computer can be connected
directly to port 1 and port 2 for data output and controlling.
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diffusing material consists of a thin plane disk of poly-
tetrafluoroethylene that is located at the end of a stain-
less steel barrel with a diameter of 6.3 mm. The angular
response of the type of cosine corrector used can be
found online at the manufacturer’s Web site (Ocean
Optics 2006). It shows a deviation from the ideal cosine
response of less than 5% for incident angles less than
45° and about 10% for incident angles between 45° and
60°. Above 60° the deviation increases further. A fiber
optic (length 40 cm, diameter 400 m) directs the light
from the diffuser into the spectrometer. A grating with
600 lines per millimeter blazed at 300 nm was selected
to cover a wavelength range between 200 and 850 nm.
The dispersed light is detected with a built-in 2048-
channel charge-coupled device (CCD) array (Sony
ILX511). The entrance slit of the spectrometer has a
width of 25 m, and its optical resolution is 1.34 nm full
width at half maximum (FWHM; Ocean Optics 2005).
For this study the spectrometer operated with integra-
tion times between 20 and 1000 ms. Table 2 summarizes
the specifications of the spectrometer and its optical
characteristics as provided by the manufacturer.
b. Radiosonde: Meteorology and radio transmitter
The meteorological conditions, that is, air tempera-
ture, air pressure, relative humidity, and GPS position,
were measured with the radiosonde. A detailed de-
scription of the instrumentation is given by Richner and
von Hünerbein (1999). In addition, a second tempera-
ture sensor was glued to the spectrometer to measure
the spectrometer’s temperature. Table 3 lists the main
characteristics of the sensors. The altitude of the sonde
is determined by two independent methods: (i) pres-
sure measurement and (ii) GPS altitude. The hypsom-
eter compensates for short GPS outages that mainly
occur in lower altitudes. The hypsometer delivers reli-
able data until about 35 km. At that altitude the pres-
sure reaches the triple point of water (6.1 hPa). Above
this level the altitude can only be determined using the
GPS data.
The transmitter of the radiosonde sends the synchro-
nized dataset (optical and meteorological data) to a
ground station at a rate of 2400 baud. The signal can be
received with a UHF antenna and receiver, such as the
AR8600 (AOR, Ltd., Japan) or Digicora (Vaisala, Inc.,
Finland). The receiver is connected to a computer via
an interface unit (ARGUS 37, Meteolabor AG) be-
longing to the commercial radiosonde system. Data de-
coding and recording are achieved with software devel-
oped for this purpose. All raw data are displayed in real
time at the ground station and stored for further pro-
cessing.
c. Controlling unit
The microprocessor-based controlling unit offers two
ports for the incoming optical (port 1) and meteoro-
logical (port 2) data. The controlling unit evaluates,
synchronizes, and prepares the optical and the meteo-
rological datasets for transmission. The fixed baud rate
of the radiosonde limits the transmission of optical data
to 1000 preselected channels for a 10-s interval. This
time interval relates to a vertical resolution of 50 m,
assuming a typical balloon-ascending rate of 5 m s1.
The controlling unit compares all measurements under-
taken within a single 10-s interval. The spectrum with
the highest irradiance values without any saturation,
thus having the best signal-to-noise ratio, is selected as
being representative for the 10-s time period. Choosing
the meteorological measurements taken with the small-
est time delay from the representative optical spectrum
synchronizes the optical and meteorological datasets.
The synchronized datasets are finally transferred from
the controlling unit to the transmitter of the radio-
sonde.
The controlling unit adapts the integration time of
the spectrometer for the case that one or more channels
TABLE 2. Optical specifications of the miniature spectrometer
USB2000 UV/VIS (Ocean Optics, Inc.) used in the PIOS sensor
(Ocean Optics 2003).
Dimensions 90  65  35 mm3
Weight 190 g
Entrance slit 25 m
Grating 600 lines per mm blazed at 300 nm
Detector CCD array 2048 channels, Sony ILX511
Integration time 3–30 000 ms
Stray light 0.05% at 600 nm, 0.1% at 435 nm
Resolution 1.34 nm FWHM
Operating conditions 10° to 60°C
Interface USB 1.1, 12 Mbps 2-wire RS-232
TABLE 3. Sensors and their characteristics of the radiosounding
system SRS-CR34 (Meteolabor AG). A detailed description of
the used sensors can be found in Richner and von Hünerbein
(1999).
Parameter Sensor Range Error
Temperature Copper-constantan
thermocouple
100° to 60°C 	0.1 K
Pressure Hypsometer with 10° to 110°C 	0.1 K
distilled water 6–1000 hPa 1%
Humidity Carbon element 60° to 40°C 2%
0%–100%
60 J O U R N A L O F A T M O S P H E R I C A N D O C E A N I C T E C H N O L O G Y VOLUME 25
show saturation for incoming photons. If saturation is
detected in three consecutive measurements, the con-
trolling unit decreases the integration time in prese-
lected steps from 255 ms down to 20 ms.
Alternatively, the spectrometer can be operated in
the calibration mode. Data are then transferred to the
ground station via a cable connection with 19 200 baud.
The higher transmission rate allows the transfer of the
data of all 2048 channels for all measured spectra and
all meteorological data. In the calibration mode, the
adaptive integration time is disabled. Measurements
are undertaken with a fixed integration time, selectable
prior to the measurement.
4. Optical characterization
The spectrometer covers the wavelength range be-
tween 200 and 850 nm. The dispersed signal in the spec-
trometer is detected with a CCD array with 2048 chan-
nels. The optical resolution corresponds to 1.34 nm
FWHM (Ocean Optics 2005).
The main purpose of the laboratory experiments was
the characterization of the temperature dependence of
the spectrometer. During a balloon ascent the spec-
trometer temperature decreases by about 15 K. Tem-
perature changes affect (i) the dark signal, (ii) the ac-
curate wavelengths of the spectrometer channels, and
(iii) the measured signal strength.
The spectrometer signal is recorded with an internal
unit corresponding to counts per integration period,
which is proportional to the incoming photons in this
period.
a. Dark signal
In the laboratory the dark signal was measured by
attaching a black cover on top of the optical entrance of
the sonde. A typical dark signal is shown in Fig. 3. In
this example, the mean dark signal of all channels cor-
responds to 105 counts, with a standard deviation of 	2
counts. We analyzed the dark signal for 10 spectrom-
eters of the same type at different temperatures.
Though measuring different absolute dark signals, all
10 spectrometers showed a similar linear relationship
between the mean dark signal and the temperature
(Fig. 4).
For example, for spectrometers 1932 and 3658 slopes
of 5.53 counts per kelvin (R2 
 0.994, rmsd 
 3.60)
and 5.39 counts per kelvin (R2 
 0.997, rmsd 
 2.09)
were calculated for the linear regression lines. The
slope for spectrometer 3673 was calculated with only
two measurements at two different temperatures and
corresponds to 5.01 counts per kelvin.
The temperature-induced dark signal changes can be
corrected using the laboratory results. Alternatively,
the wide wavelength range of the spectrometer offers
the possibility for an in-flight correction. The UV-C
wavelengths at the beginning of the detected spectrum
(250 nm) are in fact dark channels for the miniature
spectrometer, since the incoming solar irradiances at
these wavelengths are negligible in the stratosphere and
below. The penetration depth of solar radiation at a
wavelength of 250 nm is about 40-km altitude (Brasseur
and Solomon 1986). At this altitude the radiation is
attenuated to e1 of its intensity on top of the atmo-
sphere and below the detection limit of the optical
sonde. Therefore, the signal of channel 1 can be re-
garded as a quasi-dark signal.
To establish how well the mean dark signal is repre-
sented by the dark signal of a single channel, the tem-
perature dependence of the mean dark signal was com-
pared with the dark signal detected at channel 1 for
spectrometer 3658. Almost identical slopes (5.392 and
5.390 counts per kelvin) were found for both cases
(Fig. 5). Additionally, Fig. 5 shows the differences be-
tween the dark signal of channel 1 and the mean dark
signal. The differences are less than 	1 count, and thus
are smaller than the standard deviation (	2 counts) of
the mean dark signal (Fig. 3).
In addition to the laboratory measurements, Fig. 4
shows the detected signal of channel 1 taken during the
flight from spectrometer 3673. The calculated linear re-
gression line for the relationship of the signal to the
temperature has a slope of 5.4 counts per kelvin (R2

 0.98, rmsd 
 3.79). The slope and the absolute values
of the dark signal are in good agreement with the labo-
FIG. 3. Dark signal measured with spectrometer 3658 with an
integration time of tint 
 250 ms at 26°C in a climate chamber. The
solid line marks the mean dark signal of 105 counts, and the
dotted lines correspond to the standard deviation of 	2 counts.
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ratory dark signal measurements of this spectrometer,
which demonstrates that the changes of the mean dark
signal can be corrected reasonably with the data ob-
tained during ascent. We applied this in-flight dark sig-
nal correction to the flight data discussed here. In con-
trast to a correction based on the laboratory results, this
method is independent of any changes of the dark sig-
nal behavior over time, which may occur during trans-
port or storage.
b. Spectral calibration
The relationship of the individual wavelength () to
channel number can be expressed using a third-order
polynomial (Ocean Optics 2003). The determined
wavelengths drift slightly as a function of time and en-
vironmental conditions (Ocean Optics 2003). In con-
trast to this slow storage drift, the temperature changes
during the flight cause an additional fast wavelength
drift. Wavelength calibration measurements under dif-
ferent thermal conditions were carried out for various
spectrometers with a pencil-style spectral calibration
mercury argon (HgAr) lamp as the standard radiation
source. These tests showed that different spectrometers
have slightly different drift behaviors, and those differ-
ences exist within the spectrum of each spectrometer.
Figure 6 shows examples of the measured wavelength
drift of channel 420 of spectrometers 3673 and 3658
measured in the laboratory. The wavelength of the sig-
nal detected at a selected channel is decreasing with
increasing temperature. Toward higher temperatures
the wavelength drift becomes smaller. The typical tem-
perature change of the spectrometer during a flight is
FIG. 4. Dark signal vs temperature measured with an integration time of tint 
 500 ms for
10 different spectrometers in the laboratory (lab), plotted with different symbols. The regres-
sion lines calculated from the laboratory measurements for spectrometers 1932, 3658, and
3673 are also shown. The gray asterisks mark the measured dark signal at channel 1 for
spectrometer 3673 during a balloon ascent (start), recorded with an integration time of tint 

50 ms. The solid line is the calculated regression line for the ascent.
FIG. 5. (a) Measured dark signal of spectrometer 3658 as a
function of the temperature (tint 
 500 ms). The mean dark signal
and the dark signal of channel 1 are shown. (b) Differences be-
tween the dark signal of channel 1 and the mean dark signal. The
standard deviation of the mean dark signal averaged over all
channels is represented by the solid lines.
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less than 15 K due to the insulating effect of the poly-
styrene housing. The wavelength drift during the flight
can be expected to be on the order of 1 nm. The labo-
ratory results would allow us to calculate a tempera-
ture–drift function. However, this calculation would not
consider the unknown influence of the storage drift.
The analysis of trace gas absorption requires high
wavelength accuracy, since the absorption coefficients
change drastically with the wavelength. Therefore, a
method developed by Huber et al. (1993) was applied
to determine and correct in-flight wavelength shifts for
each measured spectrum. This method includes a com-
parison of the Fraunhofer structures of each measured
spectrum with the same structures of the extraterres-
trial spectrum. To perform the comparison a highly re-
solved extraterrestrial spectrum (Kurucz 1984, updated
by Chance and Spurr 1997) was convolved with the
instrument’s slit function (Fig. 7). The method does not
require the transfer of the extraterrestrial spectrum to
the same effective altitude as the measurements. There-
fore, no further atmospheric data or radiative transfer
model calculations are needed.
As the initial step of the comparison process, the
extraterrestrial spectrum is determined for the wave-
lengths that the manufacturer has given for the spec-
trometer channels. The measured spectrum is com-
pared with the reference spectrum, and the sum of
squares of the residuals is calculated. If the nominal
wavelengths of the measured spectrum are changed by
a systematic wavelength shift of  
 0.1 nm and the
convolution of the extraterrestrial spectrum is done for
the new wavelength values, the sum of squares of the
residuals will also change. As the minimal sum of
squares indicates the best agreement of the Fraunhofer
structure of the measured and the reference spectrum,
the position of the minimum gives the wavelength shift
that has to be added to the measured spectrum in order
to get an optimum agreement with the reference spec-
trum. It is possible to determine the wavelength shift
within the accuracy of the systematic wavelength shift
 (here 0.1 nm), which might be smaller than the spec-
tral resolution of the spectrometer. Figure 7 shows an
example. One spectrum measured by spectrometer
3673 is illustrated as a function of the wavelengths given
by the manufacturer and of the corrected wavelengths.
The observed drift of 1.1 nm for the wavelength range
between 300 and 350 nm is a combination of the slow
storage drift and the fast drift responding to the thermal
conditions during the measurement.
The laboratory measurements demonstrate that the
wavelength drifts are different for separate parts of the
spectrum. Therefore, the comparison of the Fraunhofer
structures was performed individually for wavelength
intervals of about 50 nm in the analyzed wavelength
range.
The correction method was applied to all spectra re-
corded during the ascent. Figure 6 shows the drift of
FIG. 6. Wavelength drift of channel 420 measured in the labo-
ratory (spectrometers 3658 and 3673) and during the flight (spec-
trometer 3673). A wavelength drift of 0 corresponds to the chan-
nel-to-wavelength relationship determined by the first calibration
of the spectrometer. For the laboratory measurements, the actual
channel-to-wavelength relationship and the resulting wavelength
drift were determined with a HgAr light source. For the flight
measurements the nominal wavelengths of the measured spectra
are changed by a systematic wavelength shift of 0.1 nm until best
agreement of the Fraunhofer structures in the measured and a
reference spectrum were obtained.
FIG. 7. Example of the correction of a measured spectrum. The
uncorrected spectrum was recorded at an altitude of about 32 km,
with an integration time of 240 ms. The corrected spectrum ex-
hibits the best agreement of the Fraunhofer structures with the
extraterrestrial spectrum. For the comparison the extraterrestrial
spectrum was convolved with the instrument’s slit function. The
absolute intensities of the spectra differ significantly because of
instrumental differences. However, these differences do not influ-
ence the method of the correction of the spectrum.
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channel 420 obtained during the ascent of spectrometer
3673 up to an altitude of 42 km versus the spectrom-
eter’s temperature. The drift is shown relative to the
first determined channel-to-wavelength relationship for
that measurement, thus depending only on temperature
changes. Evidently, this in-flight correction method
shows a dependence of the wavelength drift on the
spectrometer’s temperature comparable to the mea-
sured dependencies in the laboratory.
c. Intensity calibration
The spectrometer’s temperature also influences the
strength of the detected signal. The effect is different
for every spectrometer and shows a smooth variation
with the wavelength. Figure 8 shows the signal detected
from a constant light source (tungsten–halogen, 150 W)
measured at three different temperatures (6°, 18°, and
29°C). Since only the ratio of two signals at different
wavelengths will be used for the analysis, the influence
of temperature changes on such a ratio was analyzed.
The measured signal in the range from 400 to 600 nm
was normalized to the measured signal at wavelength
 
 450, 500, and 550 nm for the three investigated
temperatures. Figure 8 shows the results for  
 500 nm.
The relative differences between the normalized
signals are calculated. As expected, the relative dif-
ferences are smallest for wavelengths close to 500 nm.
These relative differences are compared to the rela-
tive error of the normalized irradiance measurements
at 29°C. For the large temperature difference of 23 K
(T 
 29°  6°C), the differences of the signal ratios
for the range of 475–525 nm are always below the rela-
tive error of the signal at 29°C. For the smaller tem-
perature difference of 11 K (T 
 29°  18°C), the
wavelength range for which the differences between the
ratios are below the relative error of the signal at 29°C
extends from 470 to 545 nm. This shows that for the
visible part of the spectrum, the temperature-depen-
dent variation of the measured irradiance adds an ad-
ditional error, which is smaller than the relative error of
the signal measurement, as long as the wavelength in-
terval is less than 25 nm.
Because of the lack of a light source with sufficient
intensity in the UV, the above measurements could not
be performed for wavelengths shorter than 400 nm. As
neither major changes within the examined wavelength
range, nor any discontinuities at the ends of the wave-
length range, were observed, we assumed that the ob-
FIG. 8. Temperature dependence of the measured signal. (a) Spectra from a continuous light
source detected at three spectrometer temperatures (subscripts indicate the temperature) in
the laboratory with an integration time of tint 
 250 ms. (b) Spectra at the three temperatures
normalized to the signal at  
 500 nm. Error bars represent the absolute errors of the
normalized signal at 29°C. (c) Relative differences between the normalized signals at 29° and
18°C, and 29° and 6°C, respectively. The relative error of the normalized signal at 29°C is also
shown.
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served temperature effect on the signal ratios of two
wavelengths is comparable in the UV range of the spec-
trometer. The wavelength pairs used for the trace gas
analysis (see below) typically differ by 20 nm, which is
within the described tolerance.
5. Flight data
In 2004 and 2005, nine balloon flights were per-
formed with the new system, and the retrieved ozone
profiles were compared with other measurements.
Here, we show results from one flight to illustrate the
sensor performance. The sonde was launched on 18
July 2005 at the Meteorological Observatory Hohen-
peissenberg (48°N, 11°E) of the German Weather Ser-
vice.
a. Irradiance measurements
The sensor detected the solar irradiance during the
ascent. The described in-flight corrections were applied
on the transmitted spectral data: subtraction of the
dark signal and wavelength correction (Fig. 9a). The
resulting UV solar spectra are averaged over 2-km in-
tervals and shown at altitudes between 3 and 35 km in
Fig. 9b.
Almost no radiation with wavelengths shorter than
300 nm reaches the surface, because of the strong ozone
absorption in the Hartley band (200–310 nm). The cut-
off wavelength of the miniature spectrometer at 2-km
altitude is 297 nm. Only radiation with longer wave-
lengths is detectable at this altitude.
The measured intensity of the short wavelengths
(320 nm) increases rapidly toward higher alti-
tudes. Accordingly, the spectrometer’s cutoff wave-
length shifts toward shorter wavelengths. Compared
to these changes, which encompass several orders of
magnitude, the intensity changes due to the decreas-
ing attenuation effect of scattering from air mole-
cules and aerosols toward higher altitudes are rather
small. Therefore, the measured intensity at the longer
wavelengths, where the ozone absorption is smaller
(320 nm), remains relatively unchanged with alti-
tude.
b. Ozone vertical columns
PIOS measures the global irradiance because its
detector has an FOV of 180°. With the radiative trans-
fer model LibRadtran (Mayer and Kylling 2005),
the fraction of direct and diffuse irradiance was com-
puted for the wavelength range from 300 to 340 nm
and a solar zenith angle of 30°. At 10-km altitude,
the direct irradiance amounts to 85% of the global
irradiance. At 20 km, the direct irradiance amounts
to 95% and diffuse irradiance amounts to 5% of
the global irradiance. Toward higher altitudes, the
fraction of direct light increases. For the following
analysis the indirect component was neglected. The
vertical ozone column VCO3 above the sonde in each
altitude z can be computed from the measurements us-
ing two wavelength pairs (here A and D), according to
the Dobson spectrophotometer algorithm (Komhyr
1980):
FIG. 9. Measured spectra in the UV range. Flight data are taken from spectrometer 1932, launched on 18 Jul 2005 at the Meteoro-
logical Observatory Hohenpeissenberg, Germany. Integration time during the flight was tint 
 240 ms. (a) Spectra, measured at 10- and
35-km altitude as detected (dotted line) and with applied dark signal and wavelength shift correction (solid line). (b) Corrected spectra
at altitudes between 3 and 35 km. The spectral data are averaged for altitude intervals of 2 km.




















where I is the measured radiation at the wavelength 
(here  
 A1, A2, D1, and D2). The extraterrestrial
radiation has the additional subscript 0, for example,
IA1,0. The expressions O3 and Ray represent the dif-
ferences between the absorption cross sections of ozone
(O3) and the Rayleigh scattering cross sections (Ray)
at the wavelengths of the corresponding pair (e.g.
O3,A 
 O3,A1  O3,A2) (Table 1). The airmass fac-
tor (AMF) is the ratio of the actual and vertical paths of
solar radiation through the atmosphere. The observed
pressure at altitude z and at mean sea level are ex-
pressed by p(z) and p0, respectively.
The extraterrestrial radiation is estimated using the
measurements at the burst point (35.8 km) of the bal-
loon, assuming an amount of ozone of 0.5  1018 mol-
ecules per square centimeter in the vertical column
above the sonde. The ozone absorption cross sections
are taken from Malicet et al. (1995). The Rayleigh scat-
tering cross sections are calculated according to Bu-
choltz (1995). The airmass factor is calculated using the
approximation formula of Kasten and Young (1989),
which considers the solar elevation and the curvature of
the atmosphere.
The calculated vertical ozone columns from altitude
z to the top of the atmosphere (referred to as vertical
ozone column profiles) are plotted versus altitude for
both the AD and the BD wavelength combinations
(Fig. 10).
c. Estimation of the vertical resolution of the ozone
profiles
The retrieved vertical ozone column profiles (Fig. 10)
show significant noise, composed of the noise of the
instrument and of the performed numerical operations.
Running means are calculated for the vertical ozone
column profiles by averaging 50 data points. The run-
ning mean profile calculated for the AD data is in-
cluded in Fig. 10. The error bars in Fig. 10 illustrate the
standard deviation of the vertical ozone column profile.
Comparing the noise with the slope of the averaged
vertical ozone column profile gives the minimum alti-
tude difference, for which a significant change in the
vertical ozone column density can be calculated. The
comparison yields the possible vertical resolution of the
ozone concentration profile. In other words, the pos-
sible determination of the ozone concentration be-
tween two different altitudes depends on the detectable
differences in the vertical ozone columns at these alti-
tudes. Higher vertical resolution (1000 m) is achieved
for altitudes above 18 km. For altitudes below 18 km
the vertical resolution is lower (1000 m). Large
changes in the vertical ozone columns at different alti-
tudes (corresponding to a large vertical ozone gradient)
result in a high vertical resolution. Further, a large sig-
nal-to-noise ratio decreases the minimum detectable
differences, thus resulting in a high vertical resolution.
Large signal-to-noise ratios are obtained with large so-
lar radiation intensities (e.g., high sun elevation) and/or
with longer integration times of the spectrometer.
d. Ozone profiles
The ozone concentration profile is derived by differ-
entiating the vertical ozone column profile. Consider-
ing the limitations of the possible vertical resolution,
the vertical ozone columns are averaged with a running
mean using the mean vertical resolution for the launch
as averaging length (approximately 1 km). The
smoothed vertical ozone column profile is divided into
1-km sections, each consisting of approximately 30 data
points. For each section, a straight line was fitted to the
data using linear regression. The slope of each line
gives the ozone number density for the corresponding
altitude interval. The standard deviation of the regres-
sion line allows us to calculate the uncertainty of the
FIG. 10. The gray crosses are the vertical column density of
ozone on 18 Jul 2005, calculated with the adopted Dobson algo-
rithm for the combination of the A and D wavelength pair ()
and the B and D wavelength pair (x). The solid line is a running
mean of the vertical ozone column profile (only AD) calculated
by averaging 50 data points. The error bars illustrate the standard
deviation of the vertical ozone column profile.
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determined slope, thus giving an estimation of the re-
trieval error of the ozone concentration. In the upper
troposphere and lower stratosphere, where the vertical
resolution is lower than the used average length (mean
vertical resolution), the uncertainty of the ozone con-
centration values can be estimated between 30% and
70%. Between 15- and 30-km altitude, where the ver-
tical resolution is higher than the mean vertical resolu-
tion and the largest changes in the vertical ozone col-
umns are detected, the estimated uncertainty varies be-
tween 10% and 15%. Above 30 km the uncertainty of
the ozone concentration values varies between 15%
and 20%.
Figure 11 shows a comparison of ozone profiles mea-
sured by the new optical sonde, an electrochemical
ozone sonde (BM), and an ozone lidar. The relative
precision of the BM sonde lies between 11% and 13%
in the troposphere and increases to 4% at 20-km alti-
tude. At 30-km altitude, it is approximately 15% (Smit
and Kley 1998).
Typical values for the relative errors of the ozone
profile detected with the ozone lidar are 13% at 15-km
altitude, 3%–5% between 20- and 40-km altitude, and
15% at 45-km altitude (Steinbrecht et al. 1997). The
two sondes were launched at 0915 UTC with a time
difference of about 3 min at the Meteorological Obser-
vatory Hohenpeissenberg. Ozone profile measure-
ments with the ground-based ozone lidar at Hohenpeis-
senberg were performed the following night.
For altitudes above 18 km, the relative differences
between the PIOS measurements and the two compari-
son measurements are mainly within 20%. Below 18-
km altitude the discrepancies are larger. The profile
obtained with the wavelength combination BD matches
the profile of the Brewer–Mast sonde better: relative
differences range between 10% and 30%. The profile
calculated with the wavelength combination AD shows
differences exceeding 50%. This reflects the fact that
the relative contribution of the ozone-absorbing wave-
length is changing to longer wavelengths at lower alti-
tudes (Brasseur and Solomon 1986). Subsequently, the
irradiance at shorter wavelengths is decreasing toward
lower altitudes. The detected irradiance at the shorter
wavelengths of pair A is smaller than the detected val-
ues at the longer wavelengths of pair B, thus resulting in
a smaller signal-to-noise ratio and a larger uncertainty
for the measurements at the shorter wavelength pair A.
6. Discussion and suggested refinements
This paper reports the successful realization of a
working prototype of a small-size balloon-borne optical
FIG. 11. (a) Calculated ozone profiles for the flight carried out on 18 Jul 2005. The profiles
are plotted with solid lines for a high vertical resolution (1000 m) and with dotted lines for
a low vertical resolution (1000 m). Also shown are the profiles obtained with the Brewer–
Mast sonde and with the lidar system. (b) Relative differences between the profiles of the
Brewer–Mast sonde and PIOS, and between the profiles of the lidar measurement and PIOS.
In each case differences are calculated separately for the PIOS AD and BD profiles.
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sonde for measuring atmospheric trace gases, demon-
strating its overall functionality. We used easily avail-
able hardware and techniques for the sonde and ap-
plied a fairly simple method to calculate the first ozone
profiles. This instrument was relatively inexpensive to
construct and deploy and yet was able to measure re-
liable ozone profiles in the stratosphere. That said, the
present prototype has limitations, due, in part, to un-
optimized hardware and simplifications utilized during
the analysis process. For example, the quantification of
atmospheric NO2 or any other trace gas is not yet pos-
sible, partly because of an insufficient spectral resolu-
tion. Recognizing these limitations and implementing
improvements will enable the next generation to make
the step from a working prototype to a reliable scien-
tific instrument. Here we list the limitations of our in-
strumentation and possible error sources in our re-
trieval calculations, discuss their effects, and suggest
possible improvements.
One weakness of the current instrument is the small
signal-to-noise ratio, especially in the UV wavelength
range of interest. Increasing the signal-to-noise ratio of
the irradiance measurements would increase their pre-
cision, resulting in an improved accuracy of the re-
trieved ozone profiles. This could be achieved by se-
lecting an integration time optimized for the wave-
length range of interest. The prototype spectrometer
does not use all of the light entering the instrument,
since the height of the CCD array does not coincide
with the slit height. The implementation of an addi-
tional collecting lens in the optical path of the spec-
trometer (available from the manufacturer) would fo-
cus the slit image onto the CCD detector array, which
would also improve the signal-to-noise ratio.
The miniature spectrometer can be equipped with
other gratings. We recommend selection of a grating
with a smaller wavelength coverage, thus offering a
higher spectral resolution, which is necessary for the
analysis of weaker absorbers such as NO2 or BrO.
We neglected the influence of temperature changes
on the signal strength in the UV range, based on the
quantification of temperature effects on the VIS range
of the spectrum. This assumption might not be entirely
true, as the order sorting filters or the UV-enhancing
composite phosphor coating on the CCD may cause
different characteristics at different wavelength ranges.
To confirm that this assumption is valid or, if not, to
correct for possible temperature effects requires mea-
surements with a light source providing enough energy
in the UV.
The unpredictable oscillations of the payload pre-
vented us from applying a cosine correction to the sig-
nal because the necessary incident angle information of
the measured spectral data was unobtainable. As de-
scribed in section 3, we selected the spectra with the
largest signal-to-noise ratio as being representative of
each 10-s interval. The largest signal is achieved when
the incoming radiation penetrates the diffuser surface
along its normal. Therefore, the incident angles of the
representative spectra are closest to the normal of the
diffuser surface. By analyzing the irradiance signal ra-
tios we have the advantage that most of the incident-
angle-related errors would cancel out. Measuring the
cosine response of the individual diffuser, however,
would allow an estimation of the resulting measure-
ment error. Furthermore, the optimal diffuser for this
purpose could be identified by testing diffusing material
of different qualities. Incorporating the optimal diffuser
would improve the quality of the irradiance measure-
ments.
As we did not experience any major problems obvi-
ously caused by stray light, we did not perform explic-
itly stray light measurements. Longwave stray light may
increase the detected signals at shorter-wavelength
channels. That bias would certainly affect the accuracy
of the retrieved ozone profile. Quantifying a possible
stray light effect would allow adequate precautions to
be taken, for example, by applying optical filters that
block the interfering wavelengths.
Instrument temperature changes during flight might
cause a non-negligible change of the entrance slit width,
resulting in different slit functions at different tempera-
tures. As we used only one slit function when deter-
mining the temperature-induced wavelength shift, it is
possible that this procedure introduced an additional
error. Determining the spectrometer’s slit function at
different temperatures will be necessary to improve the
spectral accuracy of the spectral measurements.
We have assumed for our analysis that the instru-
ment is only measuring the direct solar irradiance,
which is certainly not true. Especially in the lower
stratosphere and troposphere the fraction of indirect
irradiance increases. Neglecting this phenomenon ex-
plains part of the increased error of the retrieved ozone
profile toward lower altitudes. A radiative transfer
model (RTM) would allow for a more realistic analysis
of the measured spectra.
The ozone profile presented in this work was deter-
mined by the analysis of four separate wavelengths and
does not take advantage of the abundance of spectral
information offered by the new sonde. We expect that
the analysis of all the spectral information will lead to a
higher accuracy of the ozone profiles for an extended
altitude region. The spectra may also be used for the
analysis of other trace gases absorbing in the observed
wavelength range (e.g., NO2 or BrO). For example, the
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differential optical absorption spectroscopy technique
(Platt 1994) could be adapted for use with the new
instrument to derive simultaneously the column
amounts of different absorbers.
Finally, the analysis of the measured solar spectra
could be coupled to a full RTM. Besides an improved
estimation for the airmass factor and scattering terms,
this would allow for an inversion algorithm to retrieve
the trace gas concentration profiles and would intro-
duce the possibility of considering the uncertainties of
the experimental setup, etc., for a very quantitative and
detailed error analysis.
7. Conclusions
The balloon version of PIOS consists of a complete
sounding system containing a portable ground station
and a small, lightweight (1.7 kg) balloon-borne optical
sonde. The autonomous system makes launches inde-
pendent of special launching sites possible, similar to
those for standard radiosondes.
The optical characteristics of the spectrometer de-
pend on the spectrometer’s temperature. During a bal-
loon ascent through the atmosphere the sensor experi-
ences rather large temperature changes (T  15 K).
The temperature-induced wavelength shift, the signal
changes, and the dark signal behavior were quantified
in laboratory experiments. We derived correction
methods to compensate for the influence of the tem-
perature changes during the flight. This allows for reli-
able irradiance measurements without an active tem-
perature controlling system.
Data from one of the test flights are used to retrieve
ozone profiles. These were compared with the ozone
profiles of two independent comparison measurements
(lidar and Brewer–Mast sonde). The assumptions made
in the retrieval algorithm are not valid at lower alti-
tudes, which is reflected in the increasing discrepancies
between the PIOS and the comparison ozone profiles
toward lower altitudes. Above 18 km, where a high
vertical resolution of the PIOS ozone profiles is
achieved (1000 m) and the estimated retrieval error
varies between 10% and 15%, the ozone profiles agree
reasonably well with the comparison profiles.
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